Alcohol Testing Program - Instrument Processing Sheet

Agency: Davie Police Department Instrument Serial Number: 80-001056
Date In: _ 8/6/2026 DI Completion Date: 9/4/2026 X Ship OPU OHD OCM OEE
Intake By: TDG Date: 9/3/2026 Quality Checks By: TDG Date: 9/4/2026 Flow Adjustment By:
X Annual X Breath Tube Screen Flow Column #:
X Dropped .Off X Replace External O-Rl'n'gs 3 5L/min — 17mm
[ Registration X Instrument Set Up Verified 0 15L/min — 53mm
O Return from CMI / EE X R-Value: 193 0 30L/min — 103mm
[J Training Instrument X Flow Verification (L/s)
Visual Inspection Flow Column #: ATP106 O R-Value:
X Case X Handle 32mm 0.152 (.139-.169) (O Post Adjustment Verification (L/S)
X Keyboard X Dry Gas Shelf 36 mm 0.164 (.156-.190) | Flow Column #:
X Feet X Breath Tube 53 mm 0.234 (.228-.278) 32 mm (.139-.169)
X Ports X Screws Tight 103 mm 0.507 (.447-.547) 36 mm (.156-.190)
Other Equipment/Accessories X Barometric Pressure Check 53 mm (.228-.278)
X Power Cord O Printer Cable Gauge ID #: 33363 103 mm (.447-.547)
Xl Static Bag OJ 12V DC Cable Gauge: 1017 Instrument: 1010
Notes: Needs battery replacement. X Stability Checks
Simulator Serial # Lot#/Exp Maintenance By: TDG Date: 9/4/2026
202603A X Battery Replacement
0.050 MP6286 3/3/2028 O Dry Gas Regulator Replacement
202603B [J Tank Sensor Tare
0.080 MP6287 3/3/2028 [J Breath Tube Replacement
202603D [J Other:
0.200 MP6288 3/4/2028
28424080A3
0.080 DGS N/A 11/5/2026
Optical Bench Adjustment By: Department Inspection By: TDG
Barometric Pressure Gauge: ID#: Barometric Pressure ID#: 33363
Simulator Serial # Lot # Expiration | Gauge: 1016 Instrument: 1010
0.000 N/A N/A Mouth Alcohol Solution Lot #: 2025-D Exp: 9/25/2027
0.040 Acetone Stock Solution Lot #: 2025-B Exp: 9/22/2027
0.100 Simulator Serial Number
0.200 0.000 MP6284
0.300 Interferent MP6285
0.080 DGS N/A 0.050 MP6286
O Post Optical Bench Adjustment Stability Checks 0.080 MP6287
Simulator Serial # Lot # Expiration | 0.200 MP6288
0.050 Attachments
0.080 X Form 41 [ Post-Stability Checks
0.200 X Stability Checks O Flow Adjustment
0.080 DGS N/A X Calibration Certificate X Form 40
Gauge ID #: [J Optical Bench Adjustment U Other:
Gauge: Instrument: X Average Calculations
Notes/Suggested Service: X Instrument Complies with Chapter 11D-8, FAC
U Instrument Does Not Comply with Chapter 11D-8, FAC
X Return to/Place into Evidentiary Use
[0 Remain Out of Evidentiary Use
X Conduct an Agency Inspection Before Evidentiary Use
Kaitlyn Spearin ze 7 1w Wen-Chi Pierson paiaisusisy
Tech Review Admin Review

All printed or downloaded copies are uncontrolled
Confirm version prior to use

Document ID: 15246

Issued By: Forensic Quality Manager
Issue Date: August 13, 2026

Version: 3




Florida Department of Law Enforcement
~ Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-001056
Software: 8100.27

Agency: DAVIE PD

Time of Inspection: 12:14 Date of Inspection: 09/04/2026

Check or Test YES NO
Date and/or Time Adjusted -

No
Diagnostic Check (Pre-Imnspection): OK

No
Alcohol Free Subject Test: 0.000

No
Mouth Alcohol Test: Slope Not Met

No
Interferent Detect Test: Interferent Detect

No
Diagnostic Check (Post-Inspection): OK }

No

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Loti#:
* Exp:

Number of Simulators Used:

Remarks:
AT NOT CONDUCTED. COMPLIANCE NOT DETERMINED.

\

.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection, in accgrdance with the provisions of Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW
Signature and Printed Name

09/04/2026
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
~ Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: DAVIE PD
Time of Inspection: 14:46 Date of Inspection: 09/04/2026 Software: 8100.27

Serial Number: 80-001056

Check or Test YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Tests Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202603A Lot#:202603B Lot#:202603D (g/210L)
Exp: 03/03/2028 Exp: 03/03/2028 Exp: 03/04/2028 Lot#:28424080A3
Exp: 11/05/2026
0.000 0.051 0.080 0.201 0.078
0.000 0.051 0.080 0.201 0.078
0.000 0.052 0.080 e 0.201 0.078
0.000 0.051 0.080 ‘ 0.201 0.078
0.000 0.051 0.081 0.202 0.079
0.000 0.052 0.080 0.201 0.078
0.000 0.052 0.081 0.201 0.078
0.000 0.052 0.081 0.201 0.078
0.000 0.052 0.080 0.201 " | o0.078
0.000 0.052 \ 0.081 Sm\ 0.201 0.079
| standazd Deviatioms | 0.0005 0.0005 0.0003 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I perférmed fhjs inspection in accordance with the provisions of Chapter 11D-8, FAC.

.. | TAYLOR D GUTSCHOW
Signature and Printed Name

99/04/2026"
Date

FDLE/ATP Form 41 —Revised August 2005



Florida Department of Law Enforcement
Alcohol Testing Program - 8000 Average Calculations for Calibration Certificate

Dept. Inspector: DG Serial Number: 80-001056 Date:  9/9/2026

Values are from Department Inspection Report - Intoxilyzer 8000 (Form 41)

Solutions: Alcohol Free Test  0.05g/210LTest  0.08g/210LTest  0.20g/210L Test 0.08 g/210L
otutions: 098 098 <08 Dry Gas Std Test
0.000 0.051 0.080 0.201 0.078
0.000 0.051 0.080 0.201 0.078
0.000 0.052 0.080 0.201 0.078
0.000 0.051 0.080 0.201 0.078
0.000 0.051 0.081 0.202 0.079
0.000 0.052 0.080 0.201 0.078
0.000 0.052 0.081 0.201 0.078
0.000 0.052 0.081 0.201 0.078
0.000 0.052 0.080 0.201 0.078
0.000 0.052 0.081 0.201 0.079
SUM: 0.000 0.516 0.804 2.011 0.782
AVERAGE: 0.000 0.052 0.080 0.201 0.078
Average = (Sum of observations) / (Total number of observations)
Allresults are reported in g/210L
Comments:
All printed or downloaded copies are Document ID: 29851 Issued by: Forensic Quality Manager

uncontrolled. Confirm version prior to use. Version: 2 Issue Date: September 2, 2026
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